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SUMMARY 

Four advanced optical methods are reviewed for the measurement or visual- 
ization of flow and structural properties. Double-exposure, diffuse-illumina- 
tion, holographic Interferometry can be used for three-dimensional flow 
visualization. When this method Is combined with optical heterodyning, precise 
measurements of structural displacements or fluid density are possible. Time- 
average holography Is well known as a method for displaying vibrational mode 
shapes, but it also can be used for flow visualization and flow measurements. 
Def lectometry Is used to measure or visualize the deflection of light rays from 
colllmatlon. Said deflection occurs because of refraction In a fluid or 
because of reflection from a tilted surface. The moire technique for deflec- 
tometry, when combined with optical heterodyning, permits very precise meas- 
urements of these quantities. The rainbow schlleren method of def lectometry 
allows varying deflection angles to be encoded with colors for visualization. 


INTRODUCTION 

For more than 40 years, NASA Lewis Research Center has used Interferometry 
(Mach-Zehnder Interferometry, for example) and def lectometry (Topler Schlleren, 
for example) for measuring and visualizing flow properties (refs. 1 and 2). 

The Invention of the laser In 1960 (ref. 3) made It practical to use Interfer- 
ometry for structural measurements as well (ref. 4). In fact, since the early 
1970' s, most research and development In optical Instrumentation at Lewis has 
Involved laser optics. Both laser veloclmetry and laser spectroscopy (refs. 5 
to 10) have become Important, along with laser Interferometry and laser 
def lectometry . The effort In laser spectroscopy Is new at Lewis. Laser 
veloclmetry Is being reviewed In another presentation by A. Strazlsar. This 
presentation Is a review of Interferometry and def lectometry . A history of the 
use of these methods at Lewis Is summarized by figure 1. 

Figure 1 shows the Importance of laser optics for the period, 1972 to the 
present. Only the rainbow schlleren (ref. 11), among Instrument systems actu- 
ally developed during that period, does not use laser Illumination. Very 
reliable continuous wave lasers such as the helium-neon laser and the argon-ion 
laser could be purchased commercially beginning In the early 1970's. The 
development of reliable, commercially available, pulsed lasers required more 
time (ref. 12). Good ruby lasers could be purchased by the mid 1 970 ' s and 
reliable Nd:YAG lasers became available about 1979. Since 1979, other laser 
technologies have become available enough to be considered for applications to 
Interferometry and def lectometry. Among these lasers are various dye lasers, 
the copper vapor laser, and the alexandrite laser. Our approach at Lewis Is 
to use commercially available lasers for propulsion experiments. Sometimes, a 
slightly modified version of the laser Is purchased to Insure that the special 







requirements of a laser for holographic Interfer- ometry are met. Including 
both spatial and temporal coherence. 

Keeping In mind this brief discussion of how we acquire our lasers, the 
remainder of this review will emphasize four of the techniques shown In 
figure 1. The four are: double-exposure, diffuse-illumination, holographic 

Interferometry; time-average holographic Interferometry; moire def lectometry; 
and rainbow schlleren. This author has been Involved extensively with the 
first two techniques (refs. 13 to 17). He has worked cooperatively with a 
National Research Council Associate from Israel on the third technique 
(ref. 18). The fourth technique, rainbow schlleren, has been developed exclu- 
sively by a colleague of the author (ref. 11), and Is a good example of how one 
can make significant contributions to simple, nonlaser, optical Instruments for 
propulsion research. 

The remainder of this review begins by discussing the structural and flow 
properties that can be measured or visualized using holographic Interferometry 
and def lectometry. These properties are also summarized by figure 1. Then 
diffuse-illumination, double-exposure, holographic Interferometry Is reviewed 
as a flow visualization technique for visualizing large density gradients. The 
next step discussed Is to combine diffuse-illumination Interferometry with 
optical heterodyning. Very precise measurements of the displacement of a 
structural surface are then possible. The projections of fluid-density changes 
can also be measured precisely and automatically. Optical heterodyning has 
been used In Interferometry since 1969 (refs. 19 to 21), but the availability 
of Inexpensive computers and computer-controlled accessories has made It 
especially attractive, recently. Next, time-average holography Is reviewed, 
not only for Its application to vibrational analysis, but also for Its appli- 
cation to flow visualization. The two examples of def lectometry are reviewed 
next. Moire def lectometry permits projections of the gradient of density to 
be measured. Laser moire def lectometry can be used with optical heterodyning 
for precise, automated measurements (refs. 18 and 22 to 24). Rainbow schlleren 
requires a very simple modification of the Topler schlleren system (ref. 11). 
Flow visualization and the measurement of light-ray refraction In a fluid are 
thereby Improved. The rainbow schlleren also uses white-light Illumination, 
unlike the other methods which require a laser. 


HOLOGRAPHIC INTERFEROMETRY 
Holography 

Laser holography most often Implies the use of the off-axis-reference- 
wave technique, originally proposed by Leith and Upatnleks (ref. 25). The 
Implementation of this technique Is discussed extensively In books and papers 
(refs. 26 and 27). The author's experiences with holographic techniques are 
summarized briefly, before the application to Interferometry Is discussed. 

A person can learn quickly to record very good holograms of small, simple 
objects. For that purpose, as In figure 2, It Is convenient to have: a small 
vibration Isolation table; a helium-neon laser which radiates at least 5 mW; a 
high-resolution, silver-halide emulsion on film or glass plates (Kodak S0253 
or Agfa-Gevaert 10E75 emulsion for low power helium-neon lasers, for example); 
a glass-plate or film holder; two microscope-objective, spatial-filter combi- 
nations; a selection of mirrors or prisms; a variable density beam splitter; 
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and film processing. A student can learn to record excellent holograms with 
that equipment. 

By contrast, as shown In figure 3, It Is often very difficult or expensive 
to record good holograms of complex subjects such as propulsion flows 
(ref. 28). The limitations on recording holograms of propulsion flows Include: 
the need to use a pulsed laser; test-rig vibrations and motions; poor or dif- 
ficult optical access; reflections from components such as windows; extreme 
temperature variations; electrical Interference; dust and oils; the need for 
remote control; and, at times, Inadequate or unreliable lasers and hologram 
recording materials. 

Nevertheless, the objectives are the same for both simple and complex 
subjects. The primary objective Is to record and to reconstruct a light wave 
having the exact, relative, time-independent phase of the light wave from the 
laser-illuminated scene. This objective Is to be accomplished, while mini- 
mizing extraneous waves or noise and while using the full linear dynamic range 
of the recording material for maximum brightness or efficiency. 

The primary objective can be stated In a different and more useful form, 
provided that the geometrical optics approximation Is valid. That approxima- 
tion must be valid, In any case, for measuring the macroscopic variables of 
Interest In aeronautics. Then, the objective of holography Is to record and 
to reconstruct light rays, where each light ray Is characterized by a posi- 
tionally dependent, relative phase (elkonal) (ref. 29), given by 



( 1 ) 


where \ Is the wavelength of the laser beam, G Is the Gladstone- Dale coef- 
ficient (G = 0.227x10-3 m 3 /kg for air at \ = 532 nm) , p(r) Is the density 
of the fluid through which the light ray passes, r Is a position on the light 
ray, and S Is distance along the light ray. 

Once an acceptable hologram Is recorded, the hologram becomes Irrelevant 
to the concept of the measurement process, except as an aperture In the optical 
measurement system. The objective Is to use Interferometry to measure the 
light-ray phase 4 >. 


Interferometry 

There Is a major difference between classical Interferometry (Mach-Zehnder 
Interferometry, for example) and holographic Interferometry. Classical Inter- 
ferometry compares the Instantaneous state of an object with an external ref- 
erence (ref. 2); whereas, holographic Interferometry compares one state of a 
fluid or structure with another. The result Is a cosine Interference-fringe 
pattern 
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I = I-| + 12 cos ( A<t>) 


( 2 ) 


where 


A<(» = <J>2 - 4*i (3) 

Is the difference In phase along the light ray (the Interference phase) between 
the two states of the object. Figure 4 shows a cosine Interference-fringe 
pattern corresponding to the difference between bent and unbent states of a 
cantilever beam. Holographic Interferometry Is used to measure precisely rel- 
ative changes In a fluid or structure. In principle, a complete history of a 
time-varying fluid or structure can be recorded by using a high enough hologram 
recording rate. 

Holographic Interferometry Itself Is discussed thoroughly by Vest 
(ref. 30). The three common Implementations are real-time, double-exposure, 
and time-average holographic Interferometry. In real-time holographic Inter- 
ferometry, the wave from the actual object Interferes with the reconstructed 
wave from a hologram of another state of the object. This technique requires 
good mechanical stability of the apparatus and Is usually confined to the lab- 
oratory. In double-exposure holography, typically two holograms of different 
states of the object are recorded by the same photographic emulsion. The two 
waves are reconstructed simultaneously and Interfere. This Implementation of 
holographic Interferometry Is the most versatile. Time-average Interferometry 
compares a continuum of states of an object with one another, where each state 
Is effectively weighted by the time the state Is occupied. Time-average hol- 
ography seems to be the oldest useful application of holographic Interfero- 
metry, and Is used for vibrational analysis. 

Irrespective of which form of Interferometry Is used, there are three ways 
that the phase In equation (1) can change, and each Is potentially Interesting 
In aeronautics. They are: a change In the length S 2 - S-| of a light 

ray, resulting from the deflection of a structure from which the light ray Is 
reflected; a change In fluid density p(r); and a change In the anomalous 
refractive Index In the neighborhood of an optical resonance. Only the first 
two will be discussed. 

One assumption, always made, Is that Interference Is between corresponding 
light rays. That Is, the geometry of the light ray Is assumed to change neg- 
ligibly between the states compared. That assumption may be Incorrect, If 
there are large structural motions or large changes In refraction between 
states. In diffuse-illumination, holographic Interferometry, high-contrast 
Interference fringes cannot be formed unless the assumption is valid. 

Two other important assumptions are that the fringe pattern Is formed 
either from density changes only or from structural changes only. A combina- 
tion of the two changes Is difficult to Interpret. Referring to figure 5, the 
change In phase due to structural motion Is then given by 

A<(>(r) = 1 2 ~ • &(r) (4) 
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where k^ Is a unit vector along the ray direction of Incidence, kr Is a 
unit vector along the ray direction of reflection, and t(r) Is the dis- . 
placement of the structure at the point of reflection. The vector k^ - k r /2 
Is sometimes called the sensitivity vector. 

The following points should be kept In mind. 

(1) Three measurements, requiring three different light rays, are required 
at each point to determine the three components of the displacement. Diffuse- 
Illumination Interferometry, In principle, allows one hologram to be used for 
the three measurements. 


(2) The quantities of structural Importance Involve derivatives of the 
displacement field. If S x and <S y represent In-plane components of 
displacement, and 6 Z represents tne normal component of displacement, then 
the following quantities can be determined (refs. 20 and 31). 

Three of the six Independent components of strain, 
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Bending along direction a relative to the local x-axis, 


(5) 

( 6 ) 

(7) 


2 2 2 
3 6 Z 2 9 * z 3 6 z 2 

AK a = — X~ COS a + 2 7-777 COS a Sin a + — X~ Sin a 
3x 2 3X3y 3y 2 

Torsion along direction a relative to the local x-axis, 


( 8 ) 
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(9) 


ax 


The equations for bending and torsion neglect certain strain dependent 
terms (refs. 20 and 31). 


(3) The quantities above can be determined locally by numerical differ- 
entiation (ref. 20) of the measured displacements or by fitting the displace- 
ment field with spline functions (ref. 30). Numerical differentiation requires 
that the fringe pattern be measured very accurately, and a heterodyne or quasi- 
heterodyne fringe measurement method (ref. 21) must be used. 
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The change In phase due to a density change Ap(r) is given by 


f V 

J M r) dS (10) 


The determination of Ap(r) from measurements of A<j> requires, In 
general, a 180° field of view and the use of the techniques of computed tomo- 
graphy (ref. 32). Smaller fields of view can be used If additional Information 
Is supplied to the calculatlonal procedure. The simplest case Is the two-di- 
mensional approximation, where 



Mr) = Mx,y) (11) 

and a single view Is adequate. The following points should be kept In mind. 

(1) The light ray may exhibit significant curvature or refraction 
(refs. 2 and 33). Most calculations based on equation (10) assume a refrac- 
tlonless limit. 

(2) The Inversion procedures for obtaining Ap(r) use the derivatives of 
A<t> (spatial derivatives of the fringe pattern) or related quantities 

(ref. 32). Heterodyne or quasiheterodyne fringe measurement methods are desir- 
able for accuracy (ref. 18). 

(3) The field of view Is usually much less than 180°, especially for 
Internal propulsion flows. Restrlcted-fleld-of-vlew tomography Is required. 

(4) Holographic Interferometry yields the absolute density only when one 
state of the flow Is a no-flow or quiescent condition. 

This section Is concluded with the following comments. So far, Inter- 
ference has been computed between two different states of a fluid or structure, 
within a single light ray. In diffuse-illumination, holographic Interferometry, 
each point In the cosine Interference fringe pattern, equation (2), actually 
Involves Imaging a pencil or cone of light rays as shown In figure 6. A high- 
contrast fringe pattern can be Imaged only when the variation of A<t> Is 
negligible over that pencil or cone. This requirement Is a so-called fringe 
localization condition, and will be reviewed In the section on double-exposure, 
diffuse-illumination, holographic Interferometry. 

Def lectometry, reviewed In the next section, Is used to measure the 
deflection of a light ray from a collimated condition 


DEFLECTOMETRY 

Light rays are deflected from colllmatlon, when they are reflected from a 
tilted surface or when they are refracted. The case of refraction Is the 
Important case at Lewis. 

Refraction of a light ray, by air, for example. Is caused by a component 
of the gradient of the refractive Index or density perpendicular to the light 
ray. The refraction angles In the xz and yz planes, respectively, for 
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light initially collimated parallel to the z axis, approximately satisfy the 
equations 

h* 

e x (x, y) = g 7 §* dz (12) 

1 1 


e y (x, y) 



(13) 


where, again, G Is the Gladstone-Oale coefficient relating changes In refrac- 
tive Index to changes In fluid density. 

The techniques for visualizing or measuring (e x , 6y) can be divided 
roughly Into two categories: those based on spatial filtering (ref. 34) of the 

Fraunhofer diffraction pattern of a flow (Topler and rainbow schlleren, for 
example) (refs. 1 and 11) and those based on Fresnel diffraction by the actual 
Instrument ( shadowgraphy and moire, for example) (refs. 35 to 37). 

Interferometry Is sometimes compared with def lectometry to determine which 
technique Is the most desirable for a particular application. The following 
five general advantages of def lectometry can be kept In mind when making a 
comparison: 

(1) Def lectometry Is conceptually simple. Involving the filtering or 
encoding of light rays as a function of deflection angle. 

(2) Def lectometry has adjustable sensitivity. The sensitivity of a Topler 
schlleren can be changed by changing the focal length of the decol llmatlng lens 
or mirror. 


(3) Def lectometry Is generally less costly than the various forms of 
Interferometry. 

(4) Def lectometry uses white-light sources for most applications. 

(5) Def lectometry detects the derivatives of the light-ray phase, equa- 
tion (1), directly. The measurements should be better conditioned for per- 
forming computed tomography. 

The advantages are balanced by the following five disadvantages: 

(1) Def lectometry requires very good mirrors, windows, and lenses; since, 
refractions and decol 1 Imatlons by the optical components are also detected. 

(2) Def lectometry has a field of view determined by the diameter of the 
optical system. Consequently, a large field of view requires large windows, 
mirrors, or lenses. 

(3) Def lectometry provides a single view, perspective, or projection of 
the flow field. The measurement of three-dimensional flows requires multiple 
views. 
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(4) Deflectometers, especially schlleren systems, are difficult to cali- 
brate for quantitative applications, particularly If a photographic step Is 
Involved. 

(5) Deflectometers based on moire require laser Illumination for best 
performance and sensitivity, thereby cancelling the white-light advantage. 

The remainder of this report reviews four measurement methods based on 
holographic Interferometry or def lectometry . 


DOUBLE-EXPOSURE, DIFFUSE-ILLUMINATION, HOLOGRAPHIC INTERFEROMETRY 

Advantages and Disadvantages 

Double-exposure, diffuse-illumination, holographic Interferometry can be 
considered to be the principal representative of holographic Interferometry. 

A sample Interferogram Is shown In figure 4. The technique has many poten- 
tially useful properties: 

(1) Multiple views or perspectives are reconstructable from the same hol- 
ogram. In fact, diffuse Illumination Is required to realize holography's 
three-dimensional Imaging property. In principle, one hologram can be used to 
determine three components (6 X , 6 y , 6 Z ) of a displacement field or to determine 
the density-change field ap(r) (ref. 30). 

(2) The Interference-fringe pattern Is localized. That Is, high contrast 
Interference fringes are formed by a camera, only when It Is focused on cer- 
tain points In the reconstructed Image. This property can be used for three- 
dimensional flow visualization (refs. 14 to 16), If certain requirements are 
met. 


(3) The time between exposures can be made small enough to record Inter- 
ferograms of objects that are varying rapidly as a function of time. In prin- 
ciple, a time history of a subject can be measured with Interferometric 
precision. Holographic cinematography Is potentially useful (ref. 38). 

(4) Two distinct reference beams, one for each exposure, can be used. 
During reconstruction, the frequency of one beam can be shifted relative to 
that of the other, thereby allowing the fringe pattern to be measured by means 
of optical heterodyning. 

Unfortunately, these advantageous properties are compromised by some ser- 
ious disadvantages: 

(1) There Is a laser speckle effect (ref. 39). Intensity varies rapidly 
on a scale of the order of the resolution of the Imaging system used to view 
the reconstruction. An average local Intensity can be defined reliably only 
If a large detector is used to average over many speckles. Similarly, large 
detectors are needed to make reliable phase measurements, when optical heter- 
odyning is required. 

(2) Fringe contrast Is degraded by real or apparent (refraction Induced) 
motion of the system diffuser (ref. 28). Some real or apparent motion of the 
system diffuser will always occur between exposures. Transverse motion equal 
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to one resolution element (objective speckle diameter) will eliminate fringes, 
entirely. 

(3) Since diffuse Illumination Is Inefficient, larger lasers may be 
required.^ Spurious reflections may overwhelm the useful diffuse Illumination. 

(4) In structural analysis, the fringes may not localize on the structure, 
requiring the application of a projection theorem and resulting In reduced 
positional accuracy. 

(5) The large Intensity variations of the laser speckle effect Increase 
the nonlinear noise problems of holography. 

Some of these disadvantages, particularly 2 and 3, make It more difficult 
to use holography In a propulsion environment. 


Fringe Localization and Flow Visualization 

In diffuse-illumination Interferometry, reflection from or transmission 
through a diffuser as In figure 6 adds a random term to the time-independent 
phase of equation (1). Consequently, there Is no definite Interference between 
different light rays. Interference between exposures, as given by equations 
(4) and (10), must occur within the same light ray. A picturesque viewpoint 
Is to Imagine that the Individual light rays are strings. The diameter of a 
string Is equal to the overall resolution of the viewing system. A string must 
not change shape between exposures so much that It does not overlap Its former 
self to some extent. Technically speaking, the speckle patterns of the two 
reconstructions must be correlated. 

The Interference pattern In diffuse-illumination, double-exposure, holo- 
graphic Interferometry Is formed by a lens as In figure 6. The lens sums 
individual light rays at the Imaged point, so that the Intensity at the point 
Is given by 


I <* L 1^ + Z I 2 1 cos ( A< l > i) O 4 ) 

The fringe pattern will have high contrast, only for those Images of 
points where the variation of A<t>^ Is negligible within the Imaging pencil 
or cone. Otherwise, the cosine terms In equation (14) will cancel. A first- 
order criterion for high contrast Is the fringe localization condition: 

rf 44 = 0 (15) 


ir 4 = o (i6) 


where e^ x and e^y are angles about the central ray z in the xz 
and yz planes, respectively (fig. 6). 
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An example of the fringe localization effect Is shown In figure 7. The 
figure shows two photographs of the fringe pattern of a flame-induced flow over 
a cascade blade. In the left photograph, the camera was focused on the blade 
tip. The fringe pattern to the right of the blade Is out of focus and shows 
low contrast. For the right-hand photograph, the camera was focused for max- 
imum fringe contrast. The reconstructed Image of the blade tip Is seen to be 
out of focus. Maximum fringe contrast for the fringes at the right or suction 
surface of the blade occurred when the camera was focused at midspan. That 
plane Is the surface of localization for those. fringes . 

The fringe localization effect has been applied primarily to three-dimen- 
sional visualization of time-varying shock wave surfaces (refs. 14 to 16, and 
40). Time variation occurs because the shock wave Is moving, because the shock 
wave Is changing shape, or because the strength of the shock wave Is changing. 
One technique (rapid-double-exposure technique) for visualizing shock waves 
uses two exposures which are very close together. For transonic compressors, 
the time between exposures Is of the order of microseconds. It Is presumed 
meaningful to talk about an average shock-wave surface. The fringe pattern 
will localize on or nearby that shock-wave surface, If one or more of the fol- 
lowing conditions are true (ref. 14). 

(1) The view Is confined to within ±10° of tangency to the shock-wave 
surface. 

(2) The curvature of the shock wave Is large. 

(3) The strength of the shock wave changes substantially between 
exposures. 

(4) The strength of a moving shock wave varies substantially as a function 
of position on the shock-wave surface. 

The author does not wish to underestimate the difficulties of using this 
technique, which are listed below: 

(1) The calculation of the curve or surface of localization can be complex 
(refs. 14 and 16) . 

(2) The fringe contrast Is easily degraded by many factors (ref. 28). For 
example, more than 10 percent difference in exposure energies seriously reduces 
contrast. 

(3) For shock waves, the fringes may localize far enough away from the 
shock-wave surface to produce a large fringe-localization error. One of the 
fringe-localization conditions summarized above must hold strongly to avoid 
this problem. 

Nevertheless, very good results have been achieved at times. Figure 8 
shows fringes formed by the shock waves In a transonic flutter cascade, where 
forced-blade vibrations resulted In time-varying lambda shock waves. Figure 9 
Is a photograph of the cascade Itself. The back sidewall of the cascade Is 
diffusely reflecting. The light from a frequency doubled, Q-swItched, double- 
pulsed, Nd:YAG laser Is admitted through the window, where It Is reflected 
from the back sidewall and passes through the flow passage and out the same 
window. 
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The visualization of the fringe patterns provides qualitative and posi- 
tional Information. The measurement of the fringe patterns Is required to 
determine displacements and densities. A very accurate method for measuring 
fringe patterns Is discussed next. 


Heterodyne Diffuse-Illumination Interferometry 

A localized fringe pattern has the form of equation (2) In double-expo- 
sure, diffuse-illumination Interferometry. The objective Is to determine A<|> 
from the pattern. Any attempt to determine A<|> from the Intensity Itself 
presents several problems: 

(1) The sign of A 4 > cannot be determined. 

(2) Variations In Intensity I caused by variations In I-j and I 2 
cannot be distinguished from variations In I caused by variations In A<t>. 
Variations In I-j and I 2 , In turn, are caused by variations In Illumina- 
tion, coherence, correlation, polarization, and other factors not related to 
the Interference phase A$. 

(3) The sensitivity of A<t> to changes In I Is not constant. The 
sensitivity Is largest near fringe minima and maxima. 

The consequence of problems 2 and 3 Is that Intensity Interferometry con- 
sists largely of Identifying the positions of fringe maxima or minima. The 
Interference phase A<t> Is assigned Integer values of ir at these points, 
and Is estimated In between by using Interpolation functions. The problems 
with this approach are: 

(1) Unless finite fringe Interferometry can be used, there may be very few 
fringes, and consequently very few measurements. 

(2) Interpolation will fall to show anomalies In structural and flow 
properties. 

(3) The accuracy of the measurements, especially In the presence of laser 
speckle, may not be adequate to allow local differentiation of the data. 

Referring to problem 3, the most straightforward way to estimate struc- 
tural properties at a point Is to differentiate numerically the displacement 
distribution. Also, computed tomography for Ap(r) requires derivatives and 
differences of the fringe pattern. The measurements must be very accurate to 
compute adequate derivatives of the fringe pattern. 

Optical heterodyning Is an answer to all the problems stated, although the 
technique generates Its own problems. In optical heterodyning, a person starts 
with or creates a periodically time-varying light pattern, given most generally 
by 


I = L I (r)cos{m[ot + $ (r) + <J> B ( r) ] } 
m 


( 17 ) 
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Where o/2ir Is the fundamental frequency of the pattern, m Is an integer, 
<t»j(r) represents an intelligence such as an Interference phase, 4>g(r) 
is a bias, and Im( r ) 1s a coefficient. 

Conceptually, heterodyning works as follows. The time-varying intensity 
I Is detected by a photodetector, and the signal is mixed with (multiplied by) 
a local oscillator signal at frequency to/2ir. This process is responsible for 
the term "heterodyning. 11 Simultaneously, the phase <j>j is measured rel- 
ative to that of the local oscillator signal plus the bias 4>g. Such 
measurements can be made very accurately, Independently of the coefficients 


The simplest application of optical heterodyning is to Interferometry, and 
that application has been performed since 1969 (ref. 19). The time-varying 
light pattern (fringe pattern) has the very simple form 

I = I] + 1 2 c o s ( o)t + A<*>) (18) 

where there is no bias. To first approximation, the accuracy of measuring 
A4> does not depend on I-j, 1 2 , or the value of A<j>, sod the measurement can 
be performed at any position and for any value of A<j>. The measurement is 
also sensitive to the sign of A<t>. 

Oandliker and his colleagues have studied the application of optical 
heterodyning to holographic Interferometry, since about 1973 (refs. 20 and 21). 
The time-varying interference-fringe pattern of equation (18) is obtained with 
an apparatus, such as that shown schematically in figure 10. The object shown 
in that figure is a phase object called a flow simulator. It is used to eval- 
uate or calibrate Interferometers and deflectometers, and will be discussed 
later. Double-exposure holograms are recorded, where the state of the object 
changes between exposures. Two reference beams are used, one for each exposure 
of the double-exposure hologram. During the reconstruction step only, both 
reference beams are used, and the frequency of one reference beam is shifted 
relative to that of the other. An acoustooptic frequency shifter is used for 
this purpose. This step creates the time-varying fringe pattern of equa- 
tion (18). A lens is used to form an image of the fringe pattern. Two 
detectors are used to detect the fringe pattern. For example, the detectors 
can be optical fibers routed to photomultiplier tubes. One detector is used 
as the reference for the other detector. The reference detector is fixed in 
position and is used to provide the equivalent of the local oscillator signal. 
The other detector is moved to different positions in the fringe pattern, where 
the measurements are made. The measurement then is really the difference in 
Interference phase between two points in the fringe pattern. The measurement 
of relative Interference phase is actually accomplished using a phase meter. 

The two detector signals are Inputs to the phase meter, and the heterodyne 
process is accomplished automatically. One kind of phase meter is a dual-phase 
lock-in amplifier. 

Dandliker has demonstrated phase-measurement accuracies of 0.4° for 
structural, diffuse-illumination interferograms (ref. 20). The equivalent in 
intensity-measurement interferometry is the ability to distinguish a change in 
the position of a fringe maximum of about 1/1000 fringe spacing. 
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The problems with heterodyne, diffuse-illumination Interferometry are: 

(1) There are random phase-measurement errors, related to misalignment of 
the processed hologram relative to the two reference beams (refs. 20 and 21). 
These errors can be Incorporated Into a single decorrelation coefficient y, 
where no error corresponds to y = 1. The error Is given by 



where N is the number of speckles within the detector aperture. The sensi- 
tivity of y to misalignment can be reduced by decreasing the angle between 
the reference beams. 

(2) Large detectors (about 1 mm In dlam) are required. The coefficient 

y almost certainly will be less than unity, so that N, and consequently, the 
detector diameter must be large to compensate. 

(3) There are systematic errors caused by misalignment of the processed 
hologram relative to the reference beams. These errors are minimized by 
keeping the Imaging lens shown In figure 10 In contact with the hologram. 

(4) There are systematic errors caused by the nonllnearltles of the holo- 
gram recording process. These errors are minimized by keeping all objects, 
except for the object of Interest, outside the field of view. 

The approach to these problems at Lewis Is to have careful alignment pro- 
cedures In the laboratory, and to use a comparison or calibration object In the 
field. This calibration object, called a flow simulator, can also be used to 
demonstrate the performance of heterodyne, diffuse-illumination Interferometry. 

The flow simulator, figure 11, Is a large crystal of KD*P (ref. 41). 

The crystal has 50 by 50 mm faces, which are perpendicular to the optic axis 
and are separated by 30 mm. Electrodes are attached to the 50 by 50 mm faces 
at four parallel edges. The two parallel 30 by 50 mm faces are accessible 
through windows for allowing light to pass through the crystal. Light polar- 
ized perpendicular to the optic axis experiences refractive Index changes when 
voltages are applied to the electrodes. The double-exposure holograms compare 
voltage and no-voltage conditions. 

Figure 12 shows sample Interferograms for this crystal for various volt- 
ages on electrodes 2 and 4 (electrodes 1 and 3 grounded). The laser Illumina- 
tion has passed through a diffuser before entering the crystal. The fringe 
patterns are quite sparse. Their measurement Is a good demonstration of the 
heterodyne technique. 

Figure 13 (ref. 18) shows results for the 5 kV condition of figure 12. 

The data represents measurements along a scan midway between the electrode 
faces. First the data was converted to refractive-index changes assuming the 
two-dimensional approximation. Then, the data was differentiated numerically. 
Recall that the derivative Is a better test of the measurement process. Cen- 
tral differences were used, where the data points were separated by 1 mm. Also 
Included for comparison are predicted error ranges, corresponding to several 
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postulated fringe measurement accuracies. An uncertainty less that ±1/300 
fringe Is required to yield the results shown In the figure. 

Because the change of state of the crystal can be repeated precisely, the 
crystal Is a suitable object for calibrating or checking heterodyne, diffuse- 
illumination Interferometry In a wind tunnel, for example. 

This section Is concluded with some additional comments: 

(1) In the laboratory, heterodyne, diffuse-illumination Interferometry 
requires a large continuous-wave laser such as an argon-ion laser, to obtain a 
large enough signal . 

(2) There Is a quasiheterodyne technique, where the relative phase, rather 
than the frequency, of the two reference beams Is shifted (ref. 21). The 
Intensities, corresponding to at least three different phase shifts at a point 
In the fringe pattern, can be used to determine the Interference phase. 

(3) Another major Incentive for using heterodyne or quasiheterodyne tech- 
niques Is that they can be automated using Inexpensive computers and computer 
controlled hardware. 

Another (and to some more familiar) form of holographic Interferometry Is 
time-average holographic Interferometry. That technique Is reviewed next for 
both structural and flow-properties measurements. 


TIME-AVERAGE HOLOGRAPHY 
Structures 

If an object Imparts a time-varying term 4>(r,t) to the phase, and If a 
hologram Is recorded of that object wave for an exposure-time T, then the 
linear recording property of holography assures that (refs. 42 and 43) the 
reconstructed object wave Is proportional to 



/ exp[j<t>(r,t)] dt 
0 


(20) 


where r refers to a diffuser coordinate for the light ray. 

That Is, the reconstruction Is proportional to a time-average of the time- 
varying phase factor. The quantity defined by equation (20) has become known 
as the characteristic function. It has a simple Interpretation only when the 
spatial and time variations of <t> can be separated: 


<t>( r ,t) = 4> r (r)4*t(t) (21) 

The fact that the spatial and time coordinates of an object vibrating In a 
resonant, normal, characteristic, or eigen mode can be separated, led Powell 
and Stetson (ref. 4) to the first, and still one of the most useful, applica- 
tions of continuous-wave-laser holographic Interferometry: holographic vibra- 

tional analysis. 
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The displacement field of an object vibrating In a normal mode Is given 
by the time-varying function 


t(r,t) = 6(r)cos(«t + B) 


( 22 ) 


where 5(r) Is now the displacement amplitude. From figure 5 and 
equation (4), the characteristic function becomes 


/ (k - k ) 

exp j — -j- r • 6(r)cos(ut + B) dt (23) 

0 


If the exposure time T Is large compared with 2ir/<o or If T Is exactly 
one cycle long, then 


M = 



Mr) 


(24) 


This characteristic function Is the well known Bessel fringe pattern of holo- 
graphic vibrational analysis. For nonzero "S, the fringes depend on the sen- 
sitivity vector, but the display of the nodes of vibration (% = 0) Is 
unaffected by the sensitivity vector. A definitive display of the mode shapes 
of a structure Is always possible. Figure 14 shows some mode shapes for a 
small blade. 


Lewis has performed holographic vibrational analysis routinely since the 
early 1970's, using speckle Interferometry (ref. 47) or real-time holographic 
Interferometry to Identify modes. This application of holographic Interfer- 
ometry Is relatively easy to perform, although some care must be exercised, for 
example, to distinguish coupled modes from normal modes. 


Flows 


The application of time-average holography to flow visualization Is not 
as well known as the application of time-average holography to vibrational 
analysis (ref. 15). The fringe-localization effect turns out to be the same 
for time-average, diffuse-illumination Interferometry as for double-exposure, 
diffuse-illumination Interferometry. The origin of this fact Is easy to show 

For a time-varying density, equation (1) becomes 


4»(t) 



dS 


(25) 


For short enough times t, the time coordinate can be separated from other 
coordinates because 


p(r,t) « p Q (r) + pg( r)t 


(26) 
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where pq Is the density at t = 0, and pq Is the time derivative of 
the density at t = 0. The characteristic function Is a function of the light 
ray, and Is obtained by substituting equations (25) and (26) In equation (20). 
For a particular light ray passing through the fluid. 


M = exp[jA] 


sln(A) 

A 


(27) 


where 


A = 



Tpg(r) dS 


(28) 


and where r refers to a position on the light ray. (Another pair of coor- 
dinates can be used to define a light ray, but these coordinates have not been 
explicitly shown here or elsewhere In this paper.) 

But, for a small enough exposure time T, 

Mr) = P 0 (r)T (29) 

With this approximation, the argument of M Is exactly one-half the phase 
difference A<t> of double-exposure holography as given by equation (10). 

Hence, 


Aj> 

M = exp sin (30) 

2 

The fringe-localization criterion In time-average holography Is that M must 
be constant to first order within the Imaging pencil of figure 6. Hence, the 
fringe-localization condition Is again given by equations (15) and (16), since 
M depends on A<t>. 

The photograph In figure 15 shows the fringe pattern from a time-average 
hologram of a flow-induced flow over the same blade used for the double- 
exposure hologram of figure 7. 

The following three comments may be useful: 

(1) The principal advantage of time-average holography for flow visuali- 
zation Is that the fringe contrast depends on &$. By shifting the frequency 
of the reference beam, the high-contrast fringe can be made to coincide with 
the flow feature of Interest (ref. 15), thereby enhancing Its visualization. 

(2) The sensitivity of time-average holography Is one-half that of double 
exposure holography. In double-exposure holography, the first dark fringe 
requires that A<t> = ir. In time-average holography, the first dark fringe 
requires that A<t> = 2ir. 

(3) For time-varying, transonic flows, the exposure Is typically measured 
in tens of microseconds. 
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The laser also makes It possible to perform def lectometry quantitatively. 
Moire def lectometry Is presented as an example, next. 


MOIRE DEFLECTOMETRY 

Moire def lectometry Is an enticingly simple technique (refs. 35 to 37). 

Its use with optical heterodyning has been studied by Josef Strieker (refs. 22 
to 24) In cooperation with the author (ref. 18). 

Moire def lectometry allows the components of light-ray deflection, 
equations (12) and (13), to be measured Independently. This measurement can 
be accomplished more precisely by using heterodyne moire def lectometry. The 
following review refers to the diagrams In figure 16. 

One form of moire def lectometry requires the use of two coarse, rectan- 
gular-lined, diffraction gratings called Ronchl gratings, having typically 10 
lines/mm. If the gratings are placed In contact, with their lines at a small 
relative angle e, and If the pair Is Illuminated with collimated light, then 
the shadow or Fresnel diffraction pattern shows the familiar moire fringes. 

As In figure 16(b), If a pair of grating lines, one absorbing and the other 
transmitting, have a total width or pitch p, then the separation between moire 
fringes Is given by 


P' = l (31) 

If the gratings, called G-j and G 2 In figure 16(a), are separated, 
but kept parallel, the pattern of moire fringes will persist. This pattern 
will have high contrast, If laser Illumination Is used and the gratings are 
separated by an Integer multiple of p 2 /x, the so called Fourier Image dis- 
tance. 

The key feature of moire def lectometry Is that a deflection of a light 
ray, perpendicular to the bisector of the grating lines, causes a proportional 
deflection of the moire fringe pattern. If the bisector Is directed along the 
y axis, as shown In figure 16(b), then a light-ray deflection component e x , 
given by equation (12) for example, will cause a moire-fringe shift given by 


6h 


y 




where A Is the separation between gratings. 


(32) 


The sensitivity Is adjustable, as Is the case with all def lectometry , and 
Is proportional to the grating separation A. The sensitivity does not depend 
on the grating line-pitch p, but the spatial resolution of the Instrument 
does. The reason Is that the moire pattern Is a spatial average of the Fresnel 
diffraction pattern or shadow of the grating pair. The average Is evaluated 
over the pitch p. 


Moire also offers a way to perform optical heterodyning. If one of the 
two gratings Is translated at a constant speed V, with line angle e con- 
stant, then the moire pattern will vary periodically at a fundamental frequency 
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( 33 ) 


The actual time-varying pattern has the more general form of equation (17) and 
Is approximately given by (ref. 18) 


Z 


cos hw t 

(2 ,) 2 
nn-1 


2.(2 * — * - ♦ ^ 
v m+1 l 2ir p p p J 


where e x again Is the deflection angle, and figure 16(a) shows the coor- 


dinates . 


Is the separation between gratings In Fourier Image units. 


Relating equation (34) to equation (17), the Intelligence Is given by 


and the bias Is given by 


* B = 2w 


Ye * 
P P 


The parameter x Is determined by the Initial relative x position of the 
grating lines. 

Conceptually, the heterodyne measurement Is accomplished by filtering 
everything but the first harmonic (m=0), and then by measuring the phase of 
that harmonic relative to a reference. If the reference Is derived from a 
second detector at an undeflected point In the moire pattern at the same value 
of y, then the bias Is cancelled, yielding 2ir e x A/p directly. 

In practice, the grating speed Is not constant. One grating Is attached 
to an electromagnetic shaker or vibrator, as In figure 16(a). Two detectors 
are used, where one serves as a reference, and their outputs are transmitted 
to a phase meter. The phase meter Is gated to the vibrator or shaker, so that 
measurements are made only during one direction of travel of the grating. 

The analysis of the effects of this kind of motion Is somewhat complex, 
but the consequences are easy to state. The transfer function of the phase 
measurement process becomes nonlinear. That Is, the phase-meter reading Is not 
linearly related to the deflection angle of the light ray. A calibration pro- 
cedure Is required (ref. 18). Nevertheless, the results that have been 
achieved are very encouraging. 

Figure 17 (ref. 18) shows a comparison of heterodyne holographic Inter- 
ferometry with heterodyne moire def lectometry . The subject for the measure- 
ments was the flow simulator. The result for heterodyne holographic 
Interferometry has already been presented as the lower part of figure 13. 

The result for heterodyne moire shows more scatter than the result for 
heterodyne holography, but the same detailed features (peaks and valleys) are 
present In both plots In figure 17. The comparison Is favorable, considering 
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that moire used the electromechanical modulation method and required a cali- 
bration procedure. 

This section Is concluded with the following comments: 

(1) Moire def lectometry can be used, wherever there Is a Topler Schlleren 
system. Holography requires Its own optical setup. 

(2) Moire Is limited by the general restrictions already listed for 
def lectometry. 

(3) Moire can be performed with Incoherent (white-light) Illumination to 
some extent and requires lower-power lasers than holography, In any case. 

Another form of def lectometry, rainbow schlleren, uses white-light sources 
exclusively. This technique, the final one reviewed, is the subject of the 
next section. 


RAINBOW SCHLIEREN 

The Howes rainbow schlleren (refs. 11 and 45 to 46) Is an example of how, 
with some Ingenuity, the performance of an old Instrument can be Improved. The 
rainbow schlleren, moire def lectometry, and a technique called local-reference- 
beam Interferometry (ref. 47) are all readily Incorporated Into existing Topler 
schlleren systems. 

In the classic Topler schlleren, the light from a small (point) light 
source Is collimated by a lens or mirror. The light passes through a test 
section (flow), where It may be refracted according to equations (12) and (13). 
Then, a decolllmatlng lens or mirror converges the light to Its back focal 
plane, where an Image of the light source Is formed. Refracted rays are dis- 
placed from the optical axis In this plane, with the distance of displacement 
from the optical axis given by 


d x = fe x 


(37) 


d y = fe y (38) 

where e x and e x are the deflection angles given by equations (12) and 
(13), and where f Is the focal length of the decollimator. 

If monochromatic light were used, modern Fourier optics terminology 
(ref. 34) would refer to the correspondence between (d x ,d y ) and (e x ,e Y ), 
contained In the Irradlance distribution In the back focal plane, as the 
angular or spatial spectrum. Any operation on the back-plane Irradlance dis- 
tribution would be called spatial filtering. 

After spatial filtering In schlleren, a camera Is used to form an Image 
of the test section. Figure 18 (ref. 11) shows schematically the stated oper- 
ations for a rainbow filter, although any other filter could be Inserted. 


The objective of filtering Is to encode the refraction as variations of 
Irradlance In the final Image. The simplest approach Is to use neutral den- 
sity filters, where the half-plane filter or knife edge of Topler schlleren Is 
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the best known example. The quantitative Information that can be determined 
by using a neutral density filter Is very limited (ref. 11), and such filters 
are useful mainly for flow visualization. 

Another approach Is to use a color filter, consisting typically of three 
concentric rings, each transmitting a distinct color (ref. 48). Such discrete- 
color filters permit a significant Increase In the Information available from 
schlleren. The symmetry of the filter permits all directions of refraction to 
be visualized, and there are three angle-ranges measurable. (In fact, there 
are four, since rays that miss the filter will produce black, If the filter Is 
In an absorbing holder.) 

However, the abrupt changes between color zones cause diffraction by the 
filter, and the three colors yield little Information for quantitative pur- 
poses. The rainbow filter Improves on both of these difficulties. 

The rainbow filter Is also a concentric-ring filter, but the color or hue 
varies continuously as a function of radial position. The manufacturing 
process for the filter (ref. 46) begins by dispersing white light with a slit, 
diffraction-grating combination. The narrow spectrum Is Imaged onto a piece 
of film, which, In turn. Is spun during exposure, thereby creating the cir- 
cularly symmetrical filter. Either red or blue can be near the spin axis. The 
best performance Is achieved by having a clear center and by having red at the 
-—edge of the filter. The diameter of the clear center Is large enough to pass 
the Image of the white-light source to show those regions of the flow that 
cause no refraction. This arrangement allows the full spectrum to be used for 
quantifying refraction: minimum measurable refraction angles are colored blue, 

and maximum measurable refraction angles are colored red. The filter Is set 
In a black background, so that highly refracted rays that miss the filter pro- 
duce black. 

The actual size of the filter depends on the maximum value of fe. The 
desired filter Is produced photographically as a reduced-size Image of a 
master, which Is manufactured as stated above (refs. 11 and 46). 

Color photography Is needed to show the actual performance of a rainbow 
schlleren, and reference 11 Is highly recommended for this purpose. However, 
figure 19 Is an enlarged black and white photograph of a rainbow filter. 

Figure 20 Is another black and white print of a rainbow- schlleren photograph 
of cooling plates, and figure 21 shows the relative refractive-index distribu- 
tions measured at four positions of the cooling plates. The measurements 
required that the colors be Identified using an optical comparator. 

Rainbow schlleren has been used for visualization; to quantify symmetrical 
flows; and for measuring properties of turbulence (ref. 11). 

Before concluding this review, It Is mentioned that def lectometry Is dif- 
fraction-limited, and that there are different diffraction-limitations Imposed 
by different components In the def lectometer (Including the flow, ref. 11). 

The diffraction limits are quite different for Intensity and heterodyne 
detection (ref. 24). By contrast, diffuse-illumination Interfer- 
ometry Is shot-noise limited (ref. 20). 

This review Is now ended with a few comments. 
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CONCLUDING REMARKS 


Four examples have been reviewed of optical measurement techniques, used 
at Lewis for measuring and visualizing the properties of propulsion flows. If 
the objective Is very precise, automated, computerized measurement of three- 
dimensional properties, then double-exposure, diffuse-illumination, heterodyne, 
holographic Interferometry appears to be the best choice. If the objectives 
for flow measurements are simplicity and low cost, then rainbow schlleren or 
moire deflectometry may be desirable. For one view, heterodyne moire deflect- 
ometry offers precision approaching that of heterodyne diffuse-illumination 
Interferometry, and Is capable of being automated and computerized. Time- 
average holography continues to be valuable for vibrational analysis of com- 
ponents and offers advantages for three-dimensional flow visualization. 

Perhaps the most difficult question Is the practicality of using a parti- 
cular technique In a propulsion test facility, such as a wind tunnel. A 
definitive answer often requires an actual attempt. 
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Figure 1. - History of applications of interferometry and deflectometry at NASA 
Lewis Research Center. 



Figure 2. - Simple holooraphy set-up. 



Figure 4. - Cosine interference-fringe pattern between bent and unbent states 
of cantilever. 
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Figure 5. - Geometry for computing change of phase of 
light ray due to displacement of structure. 
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Figure 7. - Fringe localization for flame induced flow. Camera focused on reconstruction o. 
blade tip in left photograph and for maximum fringe contrast in right photograph. 




Figure 9. - Holography set-up in three-blade flutter cascade. 
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Figure 10. - Setup for double-exposure, diffuse-illumination, heterodyne holographic interferometry. 
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Figure 11. - Flow simulator. 
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Figure 12. - Interferograms for flow simulator. 
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Figure 13. - Result for heterodyne measurement of 5 KV condition of flow 
simulator. 
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Figure 14. - Mode shapes of blade. 






Figure 15. - Time- average fringe pattern for flame- 
induced flow over blade. 
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(b) Moire fringe pattern formed by Ronchi gratings. 

Figure 16. - Moire deflectometry. 






Figure 18. - Rainbow schlieren. 





Figure 20, - Refraction field around heated flat plates. 
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Figure 2L- Refractive index distribution near horizontal 
and vertical plates. 




1. Report No. 2. Government Accession No. 

NASA TM-88829 

4. Title and Subtitle 

Advanced Optical Measuring Systems for Measuring 
the Properties of Fluids and Structures 


7. Author(s) 

Arthur J. Decker 

10. Work Unit No. 

9. Performing Organization Name and Address 

11. Contract or Grant No. 

National Aeronautics and Space Administration 

Lewis Research Center 

Cleveland, Ohio 44135 13. Type of Report and Period Covered 

12. Sponsoring Agency Name and Address Technical Memorandum 

National Aeronautics and Space Administration 14 . sponsoring Agency code 

Washington, D.C. 20546 


15. Supplementary Notes 

Prepared for the Symposium on Propulsion Instrumentation, cosponsored by the 
National Aeronautics and Space Administration and the Chinese Aeronautical 
Establishment, Jlangyou, People's Republic of China, October 6-10, 1986. 


16. Abstract 

Four advanced optical methods are reviewed for the measurement or visualization 
of flow and structural properties. Double-exposure, diffuse-illumination, holo- 
graphic Interferometry can be used for three-dimensional flow visualization. 

When this method Is combined with optical heterodyning, precise measurements of 
structural displacements or fluid density are possible. Time-average holography 
is well known as a method for displaying vibrational mode shapes, but It also can 
be used for flow visualization and flow measurements. Def lectometry is used to 
measure or visualize the deflection of light rays from colllmatlon. Said deflec- 
tion occurs because of refraction In a fluid or because of reflection from a 
tilted surface. The moire technique for def lectometry , when combined with opti- 
cal heterodyning, permits very precise measurements of these quantities. The 
rainbow schlieren method of def lectometry allows varying deflection angles to be 
encoded with colors for visualization. 


17. Key Words (Suggested by Author(s)) 

18. Distribution Statement 

Holographic Interferometry; Flow 

Unclassified - unlimited 

visualization; Schlieren photography; 

STAR Category 35 

Moire effects; China (Mainland); Optical 


measuring instruments 



19. Security Classif. (of this report) 1 20. Security Classif. {of this page) 21. No. of pages 22. Price* 


Unclassified Unclassified 



* For sale by the National Technical Information Service, Springfield, Virginia 22161 















National Aeronautics and second'Class mail 

Space Administration 

Lewis Research Center address correction requested 

Cleveland. Ohio 44135 

Official Business 

Penalty for Private Use $300 



Postage and Fees Paid 
National Aeronautics and 
Space Administration 
NASA-451 






